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ACGURATE CALIB&REPAIR SERV., INC M ﬂl

v \ 1924 PINNACLE DR, ,
GaoCorp, Inc. AURORA, IL 60502 CALIBRATION
wwWw,geacorpine.com NVLAP LAB CODE: 200496-0
2010 River Road- * Huron, Ohlo 44839 NVLAP s 8. U.S, Govemitent sofly
Pi419:433-1101  F; 4194334102 9/ adashistered by the NIST, en bgency
17025 Accredited Lah ofihe Departmant of Coprimerce.
(Calibration #|  'BA2186 | Temperature| __Reading Comrection | ASTM E29 AVG.
Degres: °|F Point FRONT | BACK |FRONT| BACK CORRECTION
_ 32 320 | 319 0.0 0.1 [ 00
|R.O. #: 2020030 200 ~°200.3 200.2 -0.3 -0.2 02
400 401.0. 400.9 1.0 [ -09 -1.0
Descriptlon: |Themiocoupla , 600 600.5 6006 | 05 | -0.6 -0.6
Type: K 800 800.4 800.6 +0,4 -0.6 0.5
4 EA. 1-100K1U3 1000. 1001.2 1001.4 -1.2 1.4 1.3
4 EA. 1-90K1U3 1200 1201.3 1201.5 18 | 15 14
‘ 1400 14014 | 14016 1.4 1.5 14
1600 1601.5 1601.7 45 | A7 1.6
1800 1801.2 18013 | 4.2 | 1.3 EF)
2000 20011 2001.3 -1,1 A3 -1.2
2200 2200.3 52200.4 -0.3 -0.4 — 0.4
2300 2299.7 2209.8 0.3 0.2 0.2
Spool # MG21083C
Test Date: |  4/17/2020
Job #: 239108
This item meets ASTM E230 M Spedal Umits _ (JStandard Limits IfNew Calibration ] Recalibration
BAC 5621 L, Tabis V_+-2 °F (+/-1.1° C) o 1000° F, +/- 0.4% above T1 AMS 2750 E Nobla Matal +/- 1° F (+/- 0.6 ° C) or +/:0.1%
BAC 6621 L, Table V, FL 4 +/: 2°F (+/-1.1°C) or +/- 0.4%. AMS 2750 E Baga Matal +)- 2* F (+/- 1.1 ° C) or +/- 0.4%

The calibrated equipment used for this Test, listed below, ls malntalned in accordance with AMS 2750E, BAG 56211 (ho PSD's),
ANSUNCSL 2640-3, ISO 10012, ISONEC 17025, RRP 54000 , PWA (F-40). Measurement results are fraceable to standards malntalned
al the NIST. Tést mathods are per ASTM E220-18, ASTM E230[EZ30M 17, GEOCORP QW-001-0

NIST SENSOR: 292827 Primary Sensor; A-4240 Primary Inst: Kelthley 2701 Hunfidity: 40% Nominal
Calibrated: 11/22/2019 Callbrated; 3/2312020 SIN: 1212892 Amblant Temp: 72'F
Due: 11/22/2020 Due: 372312024 Callbrated: 8/14/2019 ' Immersion Depth: FL
Type: S Type: S . Duse:, 8/14/2020 tach: BW | by: AH
' Issue Dare 77972020
<fr
Estimated uncertainty, k=2, 95 % : C/L—j:
Thermocouple Types-K and N; 186 °C o< 0°C= 0.71 °C;0*C o 1093 = 0.80 °C; »1063 lo 1344 =19 °C ' NOREEN ROTH
Thermocouple Type-J; 196 *Clo <0 C =0.70 *C; 0 °C 10 760 °C =088 °C . APPROVED SIGNATORY
Type: )
K Thermocouple ,
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